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	Ein cyf / Our ref: 263/20/FOI 


	Dyddiad / Date 27th November 2020


Further to your request for information dated 8th October 2020, I am pleased to provide the following response. Please accept our apologies for the delay.
You asked us:
Please provide information in regards to ophthalmic surgery within Betsi Cadwaladr University Health Board (BCUHB). 
Ophthalmic Equipment
	
	Fundus Camera
	Optical Biometer

	How many devices do you have and which model?
	1 x Topcon TRC 50DX
1 x Topcon 50dx 948562    
3 x Kowa  Nonmyd-wx3d  
16417400202  
1 x Hieidelberg 06891 spectralis HRA 
1 x Pentacam oculus Pentagram 1 HR  
1 x Anterior segment camera Haag-streit ICAP3956

	1 x Haag-Streit Lenstar LS900
1 x Tomey AL2000

	When were these devices installed?
	Topcon TRC 50DX - 03/2012

Topcon 50dx 948562 - 2012    
 Kowa  Nonmyd-wx3d  
16417400202  - 2 x 2012 and 1 x  2013
Hieidelberg 06891 spectralis HRA  - 09/2017
Pentacam oculus Pentagram 1 HR - 2014  
Anterior segment camera Haag-streit ICAP3956 - Unknown

	Lenstar - 01/2013
Tomey - 04/2015

	When are these due to be replaced?
	Every 10 Years
	Every 10 Years

	Is there a replacement budget allocated?
	No
	No

	Do you have a service contract? When does it expire?
	Topcon – 10/2021

Kowa -07/2021 
	Lenstar 31/12/2022

Tomey –no contract


	
	Capsular Tension Ring

	Which Brand do you use?
	Jet Ring

	How many did you use in 2019?
	Unknown



We welcome correspondence through the medium of Welsh

Rydym yn croesawu gohebiaeth drwy gyfrwng y Gymraeg


