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	Ein cyf / Our ref: 428/22/FOI 


	Dyddiad / Date:  12th December 2022


Further to your request for information dated 28th November 2022, please find below the following response.
Your request:
Please find attached Medical Device questionnaire for completion.

Our response:

Please find enclosed response to your request.
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We welcome correspondence through the medium of Welsh

Rydym yn croesawu gohebiaeth drwy gyfrwng y Gymraeg


Questions

		Hospital		Ultrasound Device												Mobile X-ray						Ventilators								Defibrillators								Vital Signs								Anaesthetic



				Supplier		Total number of Devices		Model		Install date		Replacement date				Supplier		Total number of Devices				Supplier		Total number of Devices						Supplier		Total number of Devices		AED or Manual				Supplier		Total number of Devices						Supplier		Total number of Devices		Total number of induction rooms





		Abergele Hospital

				Sonosite		1		Edge		Feb-12		When declared obsolete by service provider										Hamilton		1						Mindray		1		Manual				Edan		1						GE		5		4

				GE		1		Venue R2		Jul-20		When declared obsolete by service provider																										Philips		22						Draeger		8

																																						Welch Allyn		12

		Bryn Beryl Hospital

				Nil																		Nil								Mindray		3		AED				Nil								Nil





		Cefni Hospital

				Nil																		Nil								Mindray		2		AED				Nil								Nil





		Chirk Community Hospital

				Samsung		1		RS80A		Mar-16		When declared obsolete by service provider										Nil								Mindray		1		AED				Edan		4						Nil

				Samsung		1		RS85		Mar-22		When declared obsolete by service provider																										Philips		1



		Colwyn Bay Community Hospital

				GE		1		Voluson S8		Mar-14		When declared obsolete by service provider										Nil								Mindray		4		AED				Criticare		2						Nil

				Samsung		1		Hera W10		Mar-19		When declared obsolete by service provider																										Edan		3

																																						Welch Allyn		8

		Deeside Community Hospital

				Samsung		1		RS80A		Aug-15		When declared obsolete by service provider										Nil								Mindray		6		AED				Welch Allyn		2						Nil

				Samsung		1		RS85		Mar-21		When declared obsolete by service provider



		Denbigh Community Hospital

				Nil																		Nil								Mindray		3		AED				Welch Allyn		6						Nil





		Dolgellau & Barmouth District Hospital

				Nil																		Nil								Mindray		2		AED				Nil								Nil





		Eryri Hospital

				Nil																		Nil								Mindray		2		AED				Edan		1						Nil

																																						GE		1



		Glan Clwyd Hospital

				Toshiba		1		Aplio 400		Jan-16		When declared obsolete by service provider				Samsung		5				Accutronics		1						Mindray		141		AED/Manual				Criticare		2						GE		3		11

				Toshiba		1		Aplio i600		Jan-18		When declared obsolete by service provider										Draeger		6														Edan		65						Draeger		30

				Philips		2		CX50		Mar-11, Apr-19		When declared obsolete by service provider										Hamilton		24														GE		2

				Philips		3		Epiq 5G		Feb - 17, Jan 18, Dec 18		When declared obsolete by service provider										Maquet		4														Mindray		19

				Philips		1		Epiq 7C		Oct-13		When declared obsolete by service provider										Pneupaq		1														Philips 		212

				Philips		1		Epic CV 3D		Mar-19		When declared obsolete by service provider																										Welch Allyn		200

				Philips		1		Sparq		Jan-16		When declared obsolete by service provider

				BK Medical		2		Flex Focus 800		Aug-15, May-18		When declared obsolete by service provider

				Samsung		2		Hera W10		Mar-19, Mar-21		When declared obsolete by service provider

				Samsung		1		WS80A		Aug-16		When declared obsolete by service provider

				GE 		3		Logiq e		May-08, Mar-14 x 2		When declared obsolete by service provider

				GE 		2		Logiq e R7		Apr-20		When declared obsolete by service provider

				GE 		2		Logiq e9		Jul-11		When declared obsolete by service provider

				GE 		3		Venue Go		Jun-20		When declared obsolete by service provider

				GE 		2		Venue R2		Mar-19, Jul-20		When declared obsolete by service provider

				GE 		2		Vivid E95		Nov-18, Mar-21		When declared obsolete by service provider

				GE 		1		Vivid S5		Mar-15		When declared obsolete by service provider

				GE 		1		Vivid S6		Mar-15		When declared obsolete by service provider

				GE 		1		Vivid S70		Jan-16		When declared obsolete by service provider

				GE 		2		Vivid S70N		Feb-21, Apr-22		When declared obsolete by service provider

				GE 		1		Voluson E		Nov-13		When declared obsolete by service provider

				GE 		2		Voluson S10		Apr-20		When declared obsolete by service provider

				GE 		1		Vscan Extend		Oct-20		When declared obsolete by service provider

				Sonosite 		2		M-Turbo		Sep-10, Jul-11		When declared obsolete by service provider

				Sonosite 		1		S-Nerve		Sep-10		When declared obsolete by service provider

				Sonosite 		1		SII		Dec-17		When declared obsolete by service provider

				Samsung 		1		RS80		Apr-15		When declared obsolete by service provider

				Samsung		4		RS85		Dec-18 x2, Apr-19, Feb-22		When declared obsolete by service provider



		Holywell Community Hospital

				GE		1		Voluson S8		Jan-14		When declared obsolete by service provider										Nil								Mindray		3		AED				Criticare		1						Nil

				Samsung		1		Hera W10		Mar-19		When declared obsolete by service provider																										Edan		4

																																						Mindray		2

																																						Philips		10

																																						Welch Allyn		11

		Llandudno General Hospital

				GE		1		Vivid S6		Sep-09		When declared obsolete by service provider				MIS		1				Hamilton		1						Mindray		14		AED/Manual				Edan		8						Draeger		2		1

				GE		1		Logiq E9		Mar-14		When declared obsolete by service provider																										GE		4

				GE		1		Vivid E9		Feb-15		When declared obsolete by service provider																										Mindray		6

				Samsung		1		RS85		Jul-19		When declared obsolete by service provider

				Sonosite		1		M-Turbo		Mar-08		When declared obsolete by service provider



		Mold Community Hospital

				Nil																		Nil								Mindray		3		AED				Edan		2						Nil

																																						Criticare		2

																																						Philips		2

																																						Welch Allyn		2

																																						GE		1



		Royal Alexandra Hospital

				Nil																		Nil								Mindray		2		AED				Welch Allyn		1						Nil

																																						Criticare		1

																																						Fukuda Denshi		1



		Ruthin Community Hospital

				Nil																		Nil								Mindray		3		AED				Nil								Nil





		Tywyn Memorial Hospital

				Nil																		Nil								Mindray		3		AED				Edan		3						Nil





		Wrexham Maelor Hospital

				BK Medical 		1		Flex Focus 500		Jul-14		When declared obsolete by service provider				Samsung		5				Draeger		15						Mindray		134		Manual/AED				Arjo		1						GE		16		12

				BK Medical 		1		BK-3000		Oct-19		When declared obsolete by service provider										Hamilton		24														Colin		1						Draeger		18

				GE		1		Logic e R6		Feb-15		When declared obsolete by service provider																										Criticare		7

				GE		2		Logic e R7		Apr-20		When declared obsolete by service provider																										Edan		84

				GE		2		Venue Go		Jul-20		When declared obsolete by service provider																										Mindray		319

				GE		1		Venue R2		Jul-20		When declared obsolete by service provider																										Philips		46

				GE		3		Vivid E95		Jul-21		When declared obsolete by service provider																										Suntech		1

				GE		1		Vivid S5		Mar-13		When declared obsolete by service provider																										Welch Allyn		27

				GE		2		Vivid S70N		Apr-20, Jul-20		When declared obsolete by service provider

				GE		3		Voluson S8		May-12 x2, Dec-14		When declared obsolete by service provider

				GE		1		Voluson i		Jan-17		When declared obsolete by service provider

				GE		2		Voluson S10		Apr-20		When declared obsolete by service provider

				Philips		1		Affiniti 70		Feb-17		When declared obsolete by service provider

				Samsung		3		Hera W10		Mar-20, Mar21 x2		When declared obsolete by service provider

				Samsung		2		HS40		Mar-19, Mar-22		When declared obsolete by service provider

				Samsung		1		HS60		Jan-18		When declared obsolete by service provider

				Samsung		3		RS85		Oct-18, Mar-19, Mar-22		When declared obsolete by service provider

				Samsung		1		RS80		Feb-17		When declared obsolete by service provider

				Samsung		2		WS80A		Apr-15		When declared obsolete by service provider

				Sonosite		2		M-Turbo		Nov-09, Jun-10		When declared obsolete by service provider

				Sonosite		2		Nanomaxx		Mar-10, Jun-10		When declared obsolete by service provider

				Sonosite		1		S-Nerve		Nov-09		When declared obsolete by service provider

				Sonosite		2		SII		Dec-17		When declared obsolete by service provider

				Sonosite		4		X-Porte		Aug-17, Oct-18, Jun-20, Nov-21		When declared obsolete by service provider

				Toshiba		1		Xario XG		May-12		When declared obsolete by service provider

				Toshiba		1		Aplio MX		Sep-10		When declared obsolete by service provider

				Toshiba		1		Aplio XG		Apr-12		When declared obsolete by service provider

				Toshiba		3		Aplio i700		Jan-18		When declared obsolete by service provider

				Toshiba		1		Xario 		May-10		When declared obsolete by service provider














































































































































































































































































































































































































































































































































































































































































































































































